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Abstract 

The Antarctic Muon And Neutrino Detector Array (Amanda) is a high-energy neutrino 
telescope. It is a lattice of optical modules (OM) installed in the clear ice below the 
South Pole Station. Each OM contains a photomultiplier tube (PMT) that detects photons 
of Cherenkov light generated in the ice by muons and electrons. IceCube is a cubic- 
kilometer-sized expansion of Amanda currently being built at the South Pole. In Ice- 
Cube the PMT signals are digitized already in the optical modules and transmitted to the 
surface. A prototype string of 41 OMs equipped with this new all-digital technology was 
deployed in the Amanda array in the year 2000. In this paper we describe the technology 
and demonstrate that this string serves as a proof of concept for the IceCube array. Our 
investigations show that the OM timing accuracy is 5 ns. Atmospheric muons are detected 
in excellent agreement with expectations with respect to both angular distribution and 
absolute rate. 
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1 Introduction 

The Antarctic Muon And Neutrino 
Detector Array (Amanda) [1] at the 
geographic South Pole is a lattice of 
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photomultiplier tubes (PMTs) each en- 
closed in a transparent pressure sphere 
to comprise an optical module (OM). 
The OMs are buried in the polar ice at 
depths between 1500 m and 2000 m. 
The primary goal of Amanda is to 
discover astrophysical sources of high 
energy neutrinos. High-energy muon 
neutrinos penetrating the earth from 
the Northern Hemisphere are identified 
by the secondary muons produced in 
charged current neutrino-nucleon in- 
teractions near or within the detector. 
Amanda was the first neutrino tele- 
scope with an effective area in excess 
of 10000 m 2 - with over 600 optical 
modules in place. 

Large as it is, Amanda is only capa- 
ble of seeing the brighter (and closer) 
sources of neutrinos. IceCube will 
be an array of 4,800 optical modules 
within a cubic kilometer of ice [2]. 
Frozen into vertical holes 2.4 km 
deep, drilled by hot water, the optical 
modules will lie between 1450 m and 
2450 m below the surface. An instru- 
ment of this size is suited to study 
neutrinos from distant astrophysical 
sources [3]. 

The optical modules in Amanda and 
IceCube are arranged like strings of 
beads connected electrically and me- 
chanically to long cables leading up 
to a control room at the surface. The 
PMT within the OM detects individual 
photons of Cherenkov light generated 
in the ice by muons and electrons 
moving with velocities near the speed 
of light. Signal events consist primar- 
ily of up-going muons produced in 
neutrino interactions in the bedrock of 
Antarctica or in the ice. In addition, the 
detector will identify electromagnetic 



and hadronic showers ("cascades") 
from interactions of v e and v T inside 
the detector volume provided they 
are sufficiently energetic. Background 
events are mainly downward-going 
muons from cosmic ray interactions 
in the atmosphere above the detector. 
For IceCube, the background will 
be monitored for calibration purposes 
by the IceTop air shower array [2] 
covering a 1 km 2 area at the ice sur- 
face right above the in-ice OMs of the 
IceCube detector. This background 
will also be used as a test beam for 
commissioning the detector. 

Unlike AMANDA, IceCube PMT sig- 
nals are digitized directly in the opti- 
cal module itself and then transmitted 
digitally to the surface. This is done 
such that the arrival time of a pho- 
ton at an OM can be determined to 
within a few nanoseconds. The elec- 
tronics at the surface determines when 
an event has occurred (e.g., that a muon 
traversed or passed near the array) and 
records the information for subsequent 
event reconstruction and analysis. 

In the following we will discuss the 
performance obtained with a string of 
41 Digital Optical Module (DOM) pro- 
totypes 12 m apart deployed in January 
2000 by the AMANDA Collaboration 
as the 18 th string (String- 18) of the 
Amanda array. 



2 Digital technology 

The DOMs of String- 18 were in- 
tended to demonstrate the advantages 
and the feasibility of a purely digital 
technical approach, in which PMT sig- 
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nals are captured and digitized locally, 
within the optical module. The digital 
data are transmitted to the surface us- 
ing the twisted pair copper conductors 
that also bring power and control sig- 
nals to the DOMs. We will discuss the 
design, data taking and data analysis 
of String- 18. 



2. 1 Concept 

Very large high-energy cosmic neu- 
trino detectors require photomultiplier 
tubes to be located far from the sig- 
nal processing center. The completed 
Amanda detector represents an evo- 
lution of signal transmission technolo- 
gies from coaxial cable to twisted cop- 
per pair to optical fiber. In all these 
cases, the analog signals are brought 
to the surface, where they are digitized 
and processed. 

The longer cable lengths, the much 
larger number of PMTs of ICECUBE 
and the requirements of a larger dy- 
namic range for PMT pulses and im- 
proved time resolution, as compared 
to Amanda, have led to the develop- 
ment of a data-acquisition technology 
with the following features: 

(1) Robust copper cable and connec- 
tors between the surface and the 
modules at depth. 

(2) Digitization and time-stamping of 
signals that are unattenuated and 
undispersed. 

(3) Calibration methods (particularly 
for timing) that are appropriate 
for a very large number of optical 
modules. 



The PMT anode signal is digitized 
and time- stamped already in the op- 
tical module. Waveform digitization, 
in which all the information in a PMT 
anode signal is captured, is incorpo- 
rated. The time calibration procedure 
is both accurate and automatic. 

There are three fundamental elements 
to the data acquisition architecture of 
IceCube and String- 18: 

• The Digital Optical Module (DOM), 
which captures the signals induced 
by physical processes and preserves 
the information quality through im- 
mediate conversion to a digital for- 
mat using an innovative ASIC, the 
Analog Transient Waveform Digi- 
tizer (ATWD [4], see Sec. 2.2.4.1). 

• A Network, which connects the 
highly dispersed array of optical 
modules to the surface data acqui- 
sition system (DAQ) and provides 
power to them. 

• A Surface DAQ, which maintains a 
master clock time-base and provides 
all messaging, data flow, filtering, 
monitoring, calibration, and control 
functions. 



2.2 Digital optical module (DOM) 

The basic elements of the DOM are the 
PMT for detection of Cherenkov light, 
a printed circuit board (PCB) for pro- 
cessing signals, a HV generator for the 
PMT, and an optical beacon consist- 
ing of LEDs for calibration purposes 
all within the glass pressure housing. 
The general physical layout of a DOM 
is shown in Fig. 1. 
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Electrical Cable 




PMT Anode signal cable 



Photocathode 



Figure 1. Schematic profile view of a String- 18 Digital Optical Module, showing pres- 
sure sphere, optical coupling gel, photomultiplier, digital signal processing board (DOM 
PCB), LED flasher board, PMT base, and electrical penetrator. 



2.2.1 Pressure Housing 

The spherical glass pressure housings 
are standard items used in numerous 
oceanographic and maritime applica- 
tions. The most important qualities 
are mechanical reliability, cost, op- 
tical transmission, low radioactivity, 
and low scintillation of the glass. For 
String- 1 8 "Benthospheres" are used, 
a trade-name of Benthos, Inc. 



2.2.2 Photomultiplier 

The optical sensor of the DOM is a 
large (8 inch diameter) hemispheri- 
cal 14-stage photomultiplier tube, the 
Hamamatsu R59 12-02 with a gain of 



4 • 10 8 at the typical operational volt- 
age of 1400 V. These large PMTs offer 
good time-resolution, as indicated by 
a transit-time- spread (TTS) for single 
photoelectron pulses of about 2.5 ns 
rms. Despite their large photocathode 
area, these PMTs alone 2 generate only 
300 Hz or less of dark noise pulses 
at temperatures below freezing and 
1400 V. The photocathode sensitivity 
extends well into the UV. The recep- 
tion of Cherenkov photons is limited 
by the optical transmission of the glass 
pressure sphere at 350 nm. The PMT 



2 The dominant source of noise of the 
integrated OM is the glass of the pres- 
sure sphere which leads to a total of about 
1 kHz noise pulse rate. 
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Figure 2. Measured integral charge distri- 
bution of DOM #1. Most of the histogram 
is single photoelectron noise pulses. 

HV generator is a multi-stage voltage 
multiplier with an oscillator running 
at a few tens of kHz. It converts the 
electrical power transmitted via cop- 
per cable down into the ice to a high 
voltage for the PMT. 

For each photon that produces a sin- 
gle photoelectron, the PMT produces 
pulses that have characteristic rise (fall) 
times of 7 (11) ns. Due to the stochas- 
tic nature of the PMT's electron multi- 
plication process, single photoelectron 
pulses display significant variations in 
pulse shape and amplitude. The mea- 
sured integrated charge distribution of 
the deepest DOM (DOM #1) is shown 
in Fig. 2. The peak to valley ratio is 
very good for an 8 inch photomulti- 
plier. 

2.2.3 Optical beacon 

Each of the String- 18 DOMs is 
equipped with 6 GaN LEDs, which 
emit predominantly in the near-UV at 
370 nm. The luminous intensity and 
the pulsing rate may be varied over a 
wide range under software control. At 
their brightest, these beacons can be 



seen by OMs up to distances of 200 m. 
The pulse width is 5 ns. The LEDs are 
broad angular emitters, spaced at 60° 
around a vertical axis, and are canted 
over by 45° to produce a roughly 
hemispherical source. 

2.2.4 Signal processing circuitry 

Fig. 3 shows the principal components 
of the Digital Optical Module signal 
processing circuitry: the analog tran- 
sient waveform digitizer (ATWD), a 
low-power custom integrated circuit 
that captures the waveform in 128 sam- 
ples at a rate 3 of ~ 600 MHz; a fast 
ADC operating at 3 ~ 30 MHz cov- 
ering several microseconds; a FPGA 
that provides state control, time stamps 
events, handles communications, etc.; 
a low-power 32-bit ARM CPU with 
a real-time operating system. A very 
stable (5f/f ~ 5 • KT 11 over ~ 5 s) 
Toyocom 16.8 MHz oscillator is used 
to provide clock signals to several 
components. Short cables connecting 
adjacent DOM modules enable a lo- 
cal time coincidence (see Sec. 2.3.1), 
which eliminates most of the ~1 kHz 
of noise pulses when enabled. 

The DOM is operated as a slave to the 
surface DAQ. Upon power-up, it enters 
a wait state for an interval of a few 
seconds, to permit downloading of new 
firmware or software. If no messages 
are received before time-out, the DOM 
will boot from Flash memory and await 
commands. 

Normal operation of the DOM is 

3 The sampling speeds in IceCube are 
different from those chosen for String- 
18. 
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Figure 3. Block diagram of the digital optical module signal processing circuitry. 



dominated by a data-taking state (see 
Sec. 2.2.4.1). In addition, a local-time 
calibration process is periodically in- 
voked, so that the local DOM time 
may be ultimately transformed to mas- 
ter clock time with nanosecond accu- 
racy (see Sec. 3). The time calibration 
process appears as a separately sched- 
uled thread, with no deleterious impact 
upon the data-taking state. Other active 
threads are message receive/send and 
data transmission, also invisible to the 
data-taking process. There are several 
calibration modes, such as running 
optical beacons, during which normal 
data-taking of the respective DOM is 
inactive. 

Low power consumption was a high 
priority for the development of the 
DOM circuitry because electrical 
power is limited at the South Pole. 



Each String- 1 8 prototype DOM uses 
only 3.5 W when booted up and trans- 
mitting data. An important feature in 
this respect is the power consumption 
specific to the PMT pulse capture pro- 
cess since electronic devices operated 
at high frequencies usually impose 
significant demands. 

2.2.4.1 PMT pulse capture The 

DOM is equipped with innovative cir- 
cuitry that is well-matched to the PMT 
pulse characteristics and dynamic 
range. The DOM concept takes advan- 
tage of the fact that, most of the time, 
no PMT pulses are present: The aver- 
age time between pulses is about 2 ms. 
Circuit activity need occur only when 
pulses appear. The waveform (pulse 
shape) capture capability is realized 
through a custom switched capacitor 
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array based Application Specific In- 
tegrated Circuit (ASIC) designed at 
Lawrence Berkeley National Labora- 
tory (LBNL), the Analog Transient 
Waveform Digitizer (ATWD) [4]. The 
DOM has two such ATWDs with iden- 
tical tasks for fast switching from one 
digitizing ATWD to the other ATWD. 
This minimizes the dead time due to 
the digitization process. 

The ATWD has four channels, each 
with 128 samples, that synchronously 
record different input waveforms. Its 
employment in the DOM is particu- 
larly advantageous because its power 
consumption is only 200 mW. The 
ATWD performance combination of 
up to a GHz sampling speed with very 
low power dissipation is unmatched 
by any single commercial device for 
waveform capture. The DOM proto- 
types in String- 1 8 are equipped with 
a 15 x and a 3x gain channel (see 
Fig. 3). The third channel is routed 
to an analog multiplexer (MUX) that 
can connect to various internal signals 
for diagnostic purposes. The fourth 
ATWD channel in String- 18 DOMs 
is permanently connected to the DOM 
internal clock, for calibration and mon- 
itoring ofthe ATWD sampling speed. 

The upper limit of linearity in pulse 
height for the lower gain channel of the 
ATWD was found to be about 150 pho- 
toelectrons for a single pulse. This was 
achieved without extensive optimiza- 
tion of PMT voltages and threshold. 

The waveform capture process is initi- 
ated by a "launch" signal derived from 
a discriminator connected to the signal 
path. The capture process stores wave- 
form samples as analog voltages on 
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Figure 4. Waveform likely caused by a 
down-going muon recorded in the DOM 
closest to a reconstructed track. 

four internal linear capacitor arrays. 
A single DC current applied to the 
ATWD controls the sampling speed. 
For String- 18 we have chosen to 
capture the pulse shape at 600 MHz 
(1.7 ns/sample). This high speed cap- 
ture is useful for characterizing PMT 
signal shape with good resolution and 
for other diagnostic purposes. All four 
channels within an ATWD are sam- 
pled syncronously, with aperture vari- 
ations between channels measured to 
be less than 10 ps. Fig. 4 shows a 
particularly feature-rich example of a 
waveform as recorded by an ATWD 
with its high-gain channel. The data 
were obtained with zero suppression 
and data compression (see Sec. 2.3) in 
place. Due to the zero suppression all 
values below the threshold of 200 4 
are represented as the threshold value. 
The muon track reconstruction dis- 
cussed later in Sec. 5.2 indicates that 
the PMT signal was caused by a down 
going muon with this DOM being the 
closest to the muon track. This plot 
demonstrates the capability of separat- 
ing individual pulses and other details 

4 corresponding to a quarter of the aver- 
age single photoelectron amplitude with 
respect to a baseline level of 100. 



8 



within the ATWD waveform. Record- 
ing the full structure of waveforms will 
aid in reconstructing complex events. 

For waveforms that exceed the ATWD 
capture interval, sampling at a lower 
frequency is sufficient to capture rele- 
vant information at later times. For this 
purpose, the DOM is equipped with 
a 10-bit low-power fADC 5 , operating 
at the DOM local clock frequency of 
33.6 MHz. The PMT signal in this path 
is stretched to match the lower sam- 
pling rate. 



2.2.4.2 Local time Each PMT hit 
must be time-stamped such that cor- 
related hits throughout the detector 
meet the relative timing accuracy re- 
quirement of 5 ns rms. This is accom- 
plished within the DOM using a two- 
stage method that produces a coarse 
time-stamp and a fine time-stamp. The 
String- 18 DOM FPGA maintains a 
54-bit local clock running at the DOM 
33.6 MHz clock frequency. Once data 
reach the surface, the local time units 
as defined by the local clock reference 
are transformed to master clock units, 
and are ultimately linked to GPS (see 
Sec. 3). The 33.6 MHz is obtained by 
frequency-doubling the free-running 
Toyocom 16.8 MHz quartz oscillator. 

The PMT signal triggers a discrimi- 
nator. The discriminator pulse is then 
resynchronized to the next DOM clock 
transition edge providing the coarse 
time-stamp. At 33.6 MHz, this coarse 
time- stamp has a time quantization of 
29.8 ns. The resynchronized pulse of 

5 This fADC is a fast, 10-bit, parallel- 
output, pipeline ADC 



the discriminator provides the ATWD 
"launch" signal. The synchronous 
launching causes the PMT signal to 
arrive within a one-clock-cycle wide 
time window at the ATWD. The lead- 
ing edge 6 of the PMT signal wave- 
form within the ATWD record will 
occur somewhere within this particu- 
lar 29.8 ns interval. This is the "fine 
time-stamp" which provides the de- 
sired time resolution of less than 5 ns. 

For this to work, the PMT signal must 
be delayed sufficiently such that the 
leading edge of the signal always ap- 
pears well after the ATWD sampling 
action has begun. An overall delay of 
about 75 ns is needed to accommo- 
date both the coarse time-stamp ran- 
dom delay and the propagation delay 
of the trigger processing path the cir- 
cuitry. In the String- 1 8 DOM proto- 
types, a coil of coaxial cable of 15 m 
length was employed for this purpose. 



2.3 Network: Data link to the surface 

All timing calibration, control, and 
communications signals between a 
given DOM and the surface DAQ are 
provided by one conventional twisted 
pair of 0.9 mm diameter copper con- 
ductors. This pair also supplies power 
to the DOM. The resulting cable link 
is both cost-effective and robust, since 
the number of connections needed 
for all functionality is minimal. The 
twisted pairs are assembled first in 
double pairs, as "twisted quads", and 



6 More sophisticated methods than the 
leading edge to determine the fine time- 
stamp can be easily envisaged. 
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enclosed in a common sheath. The 
required number of twisted quads 
per string are then wrapped around a 
Kevlar strength member and covered 
with a protective sleeve. Breakouts of 
individual quads to facilitate connec- 
tions to the DOMs are introduced at 
the appropriate positions. 

The gross bandwidth across this 2.5 km 
long copper cable reached in String- 
18 was about 35 kilobytes/s. With two 
ATWD waveform channels of 128 10- 
bit sample values each and an fADC 
of 256 10-bit samples the data size 
of a hit is 640 bytes not accounting 
for overhead. The hit rate in String- 
18 is about 500 Hz while the single 
pulse rate is about 1 kHz. 7 The result- 
ing data rate is in excess of 300 kB/s 
which clearly exceeds the available 
bandwidth. 

We have developed two methods to re- 
duce the amount of data to be trans- 
fered from the DOM to the surface: lo- 
cal coincidence and data compression. 

2.3.1 Local coincidence 

The DOM noise rate is approximately 
100 times greater than the rate induced 
by high-energy muons. Unlike hits due 
to high energy particles, noise hits in 
one DOM occur uncorrelated with hits 



7 The discrepancy of the pulse and hit 
noise rates is caused by the significant cor- 
relation of the noise - i.e. a single hit on 
average contains two pulses. The noise is 
mainly caused by radioactive decays in 
the glass of the pressure spheres and sub- 
sequent luminescence. The slow decay of 
the luminescence gives rise to the intrinsic 
correlation of the noise. 



of neighboring DOMs, i.e. primarily as 
geometrically isolated hits. A local co- 
incidence requirement, imposed in the 
ice, selects predominantly only inter- 
esting hits for transmission to the sur- 
face. Each DOM communicates with 
its nearest neighbors by means of a 
dedicated short copper wire pair. The 
DOM is capable of sending and receiv- 
ing these short signals in a full duplex 
mode across these wires. Once a DOM 
has triggered an ATWD, it sends sig- 
nals to each of its neighbors. Mean- 
while, a DOM is receptive to pulses 
from either or both of its neighbors. 
In local coincidence mode, only when 
this pulse arrives, will the DOM dig- 
itize, store, and subsequently transmit 
the time-stamped data to the surface. 



2.3.2 Data compression 

Since the local coincidence require- 
ment eliminates a small fraction of real 
events [5], an alternative compression 
of all data including the noise hits has 
been developed. The waveforms cap- 
tured by a single ATWD channel or the 
fADC are similar to a facsimile scan 
line. The original facsimile encoding 
standard [6] is based on "run-length" 
encoding followed by Huffman en- 
coding [7] with a fixed, immutable, 
Huffman code. The adaptation of this 
idea to the digital waveform data has 
led us to a 4 step algorithm: 

I: Gain channel selection: In most 
cases a waveform does not saturate 
or exceed the dynamic range of the 
high-gain channel of the ATWD. 
In these cases the low-gain channel 
information is redundant and dis- 
carded. However, should the high- 
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gain channel saturate this channel is 
discarded and instead the low gain 
channel data is preserved. 

II: Zero suppression: The main pur- 
pose of this step is to reduce the 
entropy of the data set which makes 
the subsequently applied compres- 
sion algorithms work more efficient. 
A threshold of a quarter of the av- 
erage single photoelectron pulse 
height is applied to the data of the 
highest gain channel. This equiva- 
lent of a discriminator threshold is 
then subtracted from all sample val- 
ues. Resulting negative values are 
set to zero. 

Ill: Run-length encoding: This com- 
pression step replaces sequences 
("runs") of consecutively repeated 
values with a single number pre- 
fixed by the length of the run. In 
the standard definition of run-length 
encoding the prefix count denotes 
occurrences and hence is always 
non-zero. In order to further gain 
efficiency for the compression in the 
subsequent Huffman-lite algorithm 
we choose to take the number of 
consecutive repetitions instead i.e. 
the prefix count is one less than with 
the standard definition and sample 
values occurring only once are pre- 
fixed with a zero. As a consequence 
about 50% of the resulting code are 
zeros. 

IV: Huffman-lite encoding: Huffman 
coding simply uses shorter bit pat- 
terns as a replacement for more 
frequent values in the input stream 
than for rarely occurring values. 
We have reduced this concept to 
Huffman-lite in order to save com- 
puting resources. The bits used for 
zeros are minimized while we make 
no attempt to compress finite val- 



ues. We convert a zero value "0" to 
a single bit '0'. In order to identify 
finite values these are preceded by 
a single high bit ' 1 ' . 

For the String- 18 configuration this 
compression reduces the data portion 
to 15 bytes per hit on average which 
is a factor of 40 down from the un- 
compressed data volume. In String- 
1 8 this compression algorithm is exe- 
cuted by the CPU in the DOM. 

The String- 18 data presented in 
Sees. 4 and 5 have been obtained using 
the compression to save bandwidth but 
without the local coincidence criterion 
to maximize the number of contribut- 
ing DOMs and for straightforward 
comparison with the simulation based 
on the Amanda detector and its trig- 
ger logic (see Sec. 5.3). 



2.4 Surface DAQ 

At the surface, the copper cables lead- 
ing up from the DOMs are connected to 
custom communications cards (DOM- 
Com cards) in five industrial PCs with 
a Linux operating system. Aside from 
the DOMCom cards all components 
of the surface DAQ are commercial 
hardware. The DOMCOM cards can 
be thought of as specialized serial ports 
for communicating with the DOMs 
with additional functions for powering 
on and off each DOM, and sending 
and receiving time calibration pulses. 
The five DOMCom PCs and a sixth, 
master control PC are connected by an 
Ethernet network. This network is then 
accessible via the South Pole station 
LAN and, at certain times during the 
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day, to the outside world via satellite 
connection. The principal task of the 
surface DAQ is to allow one to take 
control of and communicate with the 
DOMs in the ice for calibration and 
monitoring purposes and to collect 
data from the optical sensors. 

FPGA logic in the DOMCOM boards 
provides input and output FIFOs con- 
nected to UARTs 8 in the DOMCOM 
boards. The UARTs in turn drive the 
communications circuits. Byte- wise 
communications of the DOMCOM in- 
terface to the DOMs is provided by 
a Linux kernel module device driver. 
By writing to and reading from FPGA 
registers mapped to port addresses the 
kernel driver allows Linux programs 
to communicate with the DOMs. 



Front-End 
DAQ 




Figure 5. General concept of the Recipro- 
cal Active Pulsing (RAP) method for time 
calibration. 

3 Local to global time transforma- 
tion 



A suite of DAQ programs has been 
written to provide user interfaces for 
monitoring, control (HV settings, etc.) 
and data-taking purposes. Also, tools 
are available to reconfigure String- 
18 in many respects. Almost all of 
the components in the DOM can be 
reprogrammed after it is deployed in 
the ice. These include the DOM boot 
PROM, the code executed by its CPUs, 
and the FPGAs of both the DOM 
and the DOMCom card. For example, 
high speed communication and data 
compression in the DOM were imple- 
mented after the deployment and sub- 
stantially improved the performance 
for physics data-taking. 



8 A UART or universal asynchronous 
receiver-transmitter translates between 
parallel bits of data and serial bits. 



The (local) time stamp for a photon in 
a DOM must be converted to a global, 
i.e., array-wide time base, in order to 
be compared with hits in other DOMs. 
Correlation with events in nearby de- 
tectors, e.g. Amanda and IceTop, 
or much more distant detectors (satel- 
lites, other telescopes) requires con- 
verting the global time to universal 
time. Therefore, a critical requirement 
is the ability to calibrate the DOM lo- 
cal oscillator against a master clock at 
the surface. 



3.1 Global time distribution 

A GPS clock at the South Pole repre- 
sents this master-clock for String- 18. 
Its 10 MHz output is coupled to a spe- 
cial phase-locked loop on a clock dis- 
tribution circuit. This PLL was set to 
give a frequency of 16.8 MHz in order 
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to match the frequency of the local os- 
cillators in the DOMs. The 16.8 MHz 
signal is fed to each DOMCOM board 
in the five DOMCOM PCs where an 
additional PLL produces both 16.8 and 
33.6 MHz phase-locked signals. The 
time jitter introduced by the PLL distri- 
bution system was measured to be less 
than 1 ns. 



3.2 Reciprocal Active Pulsing 



Timing pulses sent down the string to a 
DOM at known time intervals are used 
to determine relative frequency. In re- 
sponse to the calibration pulse received 
at the DOM, after a well-defined de- 
lay St, a bipolar signal identical to the 
one sent down the string is sent back 
to the surface. With the pulses sent in 
both directions the offset of the two 
clocks at the surface and in the DOM 
are determined. The left part of Fig. 5 
depicts the transmission of the timing 
pulse from the surface down to the 
DOM while the right hand side shows 
the transmission in the reverse direc- 
tion with the same DOM and DOM- 
COM combination. It is important that 
the circuitry for generation and record- 
ing of the timing pulse be identical at 
the DOM and at the DOMCOM card 
and that the treatment is the same in 
both places. This way, the shapes of 
the pulses sent down and up are iden- 
tical and can be analyzed in the same 
way to determine the time mark. This 
procedure yields an overall delay t n 
for the full round-trip. With the same 
signal treatment at the surface and in 



600 




sample number (time: 60 ns/sample) 

Figure 6. The timing pulse emitted by the 
DOMCOM card recorded over a 15 us 
period as received by the DOM. 

the DOM, one gets 



^up — ^down — ^ (^rt ~~ fit) . (1) 

This calibration method is called Re- 
ciprocal Active Pulsing (RAP) [8]. It 
maps the local clock counter values in 
the DOM and the hit time-stamps to 
the global time. 

Fig. 6 shows the shape of the timing 
pulse observed by the DOM at the end 
of a ~2 km cable for a bipolar square- 
wave pulse injected by the DOMCOM 
card. The pulse displays the effect of 
cable attenuation and dispersion. The 
pulses are recorded at surface and at 
depth by fADCs whose sampling rates 
(16.8 MHz) are fixed by either the lo- 
cal oscillator in the DOM or the mas- 
ter clock on surface. The shapes of the 
pulses received by the DOMs and the 
DOMCOM cards are similar and in- 
deed allow for the identical treatment. 

Two methods were used to determine 
a reference time mark on the pulse: 

• The intersection of the baseline 
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Fig ure 7. Measured round-trip time i r t 
from successive RAP calibrations for a 
DOM at 2 km depth. 

voltage (linear fit) with the negative- 
going slope of the leading edge 9 . 
• The intersection of the crossover 
point (linear fit) with the extrapo- 
lated baseline. 

We found that leading edge timing is 
least sensitive to variations in compo- 
nent values such as temperature vari- 
ations after powering up. Crossover 
timing, however, gives better time res- 
olution and has less jitter from one 
time calibration cycle to another. It was 
found that temperature drifts that show 
up in the cross over timing change the 
times t up and t down in identical amounts 
because the drifting electronic compo- 
nents affect both the up-going and the 
down-going pulses in the same way. 
This implies that the effect cancels for 
the calibration of the local time. More- 
over, the observed drifts are very slow, 
less than 15 ns in 1 hour. Therefore, 
we have used the crossover timing to 
obtain the local to global time cali- 
bration. Fig. 7 shows the measured 
round-trip time t n (see Eq. (1)) over 
a period of one hour for a DOM at 
2 km depth employing the cross over 



timing. The jitter is 1.1 ns rms, which 
is a relative error of only 4 ■ 1CT 5 . 

Performing these clock calibrations au- 
tomatically every 10 seconds - as was 
done during data-taking with String- 
18 - consumes negligible bandwidth. 
We will demonstrate in Sec. 4.1 that 
this RAP method at this repetition rate 
provides a timing accuracy of better 
than 5 ns for the pulse times of a DOM. 



4 Studies with optical beacons 



To study the performance and uni- 
formity of String- 18 we have per- 
formed various dedicated data-taking 
runs operating the optical beacons of 
all available DOMs. 



9 Tangent to the inflection point of a cubic 
function fit to the leading edge 



4. 1 Timing accuracy 



In order to determine the timing ac- 
curacy of the RAP calibration proce- 
dure described in Sec. 3 we have ob- 
served the light emitted by the LED 
beacon of one DOM by two neighbor- 
ing DOMs. The beacon is set to a very 
bright output operation mode. For short 
distances the light front created at the 
beginning of a flash is to a good ap- 
proximation unaffected by scattering in 
the ice as photons undergoing scatter- 
ing fall behind the front. As long as 
there are enough photons as part of the 
light front, this front moves with the 
speed of light in the ice, c/n, where n 
is the refractive index. Hence, this light 
flash provides a reference time signal. 

Fig. 8 shows the measured time differ- 
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Figure 8. Relative timing accuracy of a 
pair of DOMs measured with a neighbor- 
ing flashing beacon. 

ence of the arrival times of this light 
front at both DOMs corrected for the 
propagation time of the light from one 
DOM to the other. One observes a dis- 
tribution with a square root variance of 
7.5 ns. The jitter includes effects of the 
PMT timing and the RAP procedure. 
Accordingly, this provides an upper 
limit for the timing accuracy of the 
RAP calibration process. Since both 
DOMs contribute to the variance of the 
observed time difference, the accuracy 
for an individual DOM with respect to 
the global surface time is about 5 ns. 

4.2 Light propagation in the ice 

We have studied the propagation of the 
LED light from the optical beacon (see 
Sec. 2.2.3) through the ice. From the 
beginning of Amanda operations, it 
has been crucial to establish an under- 
standing of the properties of the glacial 
ice at the South Pole [9] . Today the op- 
tical properties of the ice are mapped 
over the full relevant wavelength and 
depth range [10] using the analog op- 
tical modules. 

Using a configuration similar to the 
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Figure 9. Attenuation of light from the op- 
tical beacon as a function of the distance 
from the source. 

one discussed in Sec. 4.1 we have 
used the flashing beacon in a DOM 
and observed the light in two other 
DOMs, one being the next neighbor 
to it. Here, the other observing DOM 
can be any other one along the string. 
Fig. 9 shows the coincidence counts of 
the two observing DOMs as a function 
of the distance d of the second ob- 
server DOM from a flasher at a depth 
of 1993 m below the ice surface. The 
first observing DOM as a neighbor to 
the beacon is close enough to observe 
every emitted flash. For DOMs further 
away photon counting in coincidence 
with the neighbor DOM is possible. 
The combined effect of scattering and 
absorption in the ice leads to a fall 
off of the light intensity I with an ef- 
fective propagation length parameter 
A prop : 1(d) oc exp(-d/\ pmp )/d [11]. 
Random coincidences of the two 
observing DOMs due to the dark 
noise of the distant DOM 10 yields 
an additional offset c 2 indepen- 
dent of the distance. From fitting 
ci exp(-d/Ap rop )/<i + C2 viaci, c 2 and 
Anmn we obtain A,,..™ = 28.0 ± 1.5 m. 



u The dark noise of the neighbor DOM 
can be neglected compared to the high 
flash rate. 
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Figure 10. LED photon arrival time distri- 
bution due to scattering through 143 m of 
ice 

With the described setup A prop repre- 
sents a measurement of the average 
propagation length at depths between 
1750 m and 1880 m. This is in excel- 
lent agreement with previous findings 
with the analog technology [10]. 

With the same setup we have also ob- 
served the arrival time distribution of 
the photons at the distant DOM (see 
Fig. 10). Here, the DOM next to the 
beacon provides the reference for the 
time of the flash. The time distribu- 
tion is shifted to account for the time 
it takes light to traverse the ice with- 
out scattering from the beacon to the 
distant DOM (delay time distribution). 
The arrival time distribution for the 
DOM next to the beacon can be ne- 
glected as discussed in Sec. 4.1. Fitted 
to the data is a gamma distribution 



oa p -(3(t-t ) 

f(t\t ,a,(3) = (t-t ) a ~ l P 

(2) 

for t — t > with a shape parameter 
a > and a scale parameter (3 > 0. 
Such a gamma function was found to 
describe the arrival time distributions 
reasonably well with scattering and 



absorption in ice or water for the case 
of an isotropic, monochromatic and 
point- like light source [12,13]. The 
observed time distribution with the 
DOM follows this known behavior. As 
an additional parameter to the usual 
definition of a gamma distribution in 
Eq. (2) we have introduced t to ac- 
count for possible timing errors of the 
DOM. It turns out that t is compatible 
with zero which is consistent with the 
results presented in Sec. 4.1. 



5 Performance and analysis with 
atmospheric muons 

Atmospheric muons provide a test 
beam for neutrino telescopes, as was 
demonstrated by Amanda [14]. We 
will use it here to demonstrate the 
performance of String- 18. 

5.1 Down- going muons 

The vast majority of the atmospheric 
muons that reach the detector travel at 
near the vacuum speed of light. The 
zenith angle distribution is peaked in 
the downward direction. We have com- 
pared the coincidence hit times of the 
DOMs with the hypothesis of a straight 
down going muon, i.e. we have sub- 
tracted the time it takes the muon from 
the upper DOM to the lower one from 
the hit time differences. Fig. 11 shows 
the distribution of these time differ- 
ences under the condition that at least 
4 DOMs of the string registered the 
event. On the left of Fig. 11 we show 
the distribution of time differences of 
a particular pair of DOMs. The two 
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Figure 11. Time differences between pairs of DOMs corrected for the down-going muon 
hypothesis. Left: single DOM pair 108 m apart, right: all available DOM pair combinations 
accumulated. 



DOMs are 108 m apart. The right hand 
side of Fig. 11 shows an accumula- 
tion of these diagrams for all available 
pairs of DOMs. With the hypothesis of 
a straight down-going muon, the peak 
count should be at zero. The exact lo- 
cation of the peak at zero to within a 
nanosecond, which can be seen by ex- 
amining the peak region in more detail 
than shown, is another evidence for the 
accurate timing and the proper func- 
tioning of the RAP calibration method. 

The asymmetry of the tails of the 
distribution towards negative time 
differences is a consequence of not 
quite straight down-going muons. For 
small zenith angles of the muon track 
the Cherenkov light that reaches the 
DOMs does indeed cause hit times 
that proceed from top to the bottom 
of the string that appear faster than 
the vacuum speed of light. A muon 
track at zenith angle 90° — 9q (9q is 
the Cherenkov light emission angle) 
that intersects the string will cause all 
DOMs located above the intersection 
point to light up at once (neglecting 
scattering in the ice). By shifting the 



time differences with the hypothesis of 
a straight down going muon one ob- 
tains these negative time differences. 
We will see in Sec. 5.2 that these devia- 
tions can indeed be used to reconstruct 
the zenith angle of the muon track. 

Fig. 12 shows the mean time differ- 
ences of all available pairs of DOMs 
as a function of the separation of the 
DOMs. For this plot the time differ- 
ences were not shifted for the down- 
going muon hypothesis and we re- 
quire that no fewer than 6 DOMs have 
"seen" the muon. A linear fit to the 
data shows a slope compatible with 
straight down-going muons traveling 
at the speed of light. The intercept of 
the fit at —2.3 ns ± 7.2 ns is another 
indication that the local to global time 
transformation works. 



5.2 Zenith angle reconstruction 



In the absence of scattering and ab- 
sorption in the Cherenkov medium the 
arrival time of the Cherenkov light 
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separation of DOM pair d [m] 

Figure 12. Time differences between all 
available pair combinations of DOMs as a 
function of the separation. 

from the muon at the string takes the 
simple analytic form of a hyperbola 
as a function of the depth z along the 
string [15] 11 : 



t — t H — |(z — zq) cos 9 + 

yf(n 2 -l)[d 2 + {z-z ) 2 sm 2 6]} 

(3) 

Here, d is the minimum distance be- 
tween the string and the muon track; 
6 is the zenith angle of the muon; 
t and z are the time and the depth 
at which this closest approach of 
the muon occurs. Since t is not di- 
rectly related to the observable hit 
times of the DOMs we replace it by 
ifirst = to + d\/n 2 — 1/c which is an 
estimate for the time when the Che- 
renkov light from the point (t ,z ) 
reaches the string 12 . 

11 We have to caution that the approxima- 
tion presented as Eq. (5) in Ref. [15] is 
wrong for all z — zo < 0. We have not used 
this approximation but the exact descrip- 
tion of the hyperbola with our Eq. (3). 

12 This of course disregards the initial ori- 



The 4 parameters t first , z , d and 6 are to 
be fitted to the data. We have used the 
GNU Scientific Library [16] to perform 
this nonlinear multiparameter fit. Com- 
puting the Jacobian matrix from ex- 
plicit derivatives greatly improves the 
numerical stability and provides fit re- 
sults practically independent of the ini- 
tial guess of the parameters as long 
as they are chosen within a physically 
reasonable region - e.g. z in between 
the actually hit DOMs. To calculate the 
derivatives we have used the computer 
algebra system Maxima [17]. For the 
initial guess we have used d = and 
9 = 90°. The guess for zo was com- 
puted as the average z of all hit DOMs 
weighted with the pulse charges. The 
initial value of t was set to the hit time 
of the DOM next to z . Eq. (3) holds for 
the idealized situation without scatter- 
ing and absorption in the medium. The 
ice at the South Pole however shows 
scattering and absorption. By integrat- 
ing the gamma function mentioned in 
Sec. 4.2 with the empirical parameters 
successfully used in Amanda [13] one 
obtains that the mean speed of prop- 
agation of the light is about 11 ns/m 
in contrast to the expectation of about 
5 ns/m based on the refractive index 
of ice of n = 1.32. To account for that 
we have replaced n in Eq. (3) by n e s — 
3.16. Note that the effective opening 
angle of the light cone 13 of the pro- 
duced Cherenkov light is reduced as 
well. This is why a simple replacement 
of n by n ef f in Eq. (3) is consistent. 



entation of the Cherenkov light. Scattering 
in the ice however largely voids this fea- 
ture. 

13 The initial emission angle of the Che- 
renkov light is unaffected, of course. 
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Figure 13. Reconstructed zenith angle dis- 
tribution with String- 18 for several mul- 
tiplicity conditions 

Fig. 13 shows the zenith angle dis- 
tribution as reconstructed with this 
method applied to String- 18. Here, a 
zenith angle of zero denotes a straight 
down-going muon. One observes that 
the angular distribution falls off faster 
with higher required multiplicities of 
the number of hit DOMs. This is an 
effect related to the acceptance chang- 
ing with increasing multiplicity. Due 
to the absorption of the Cherenkov 
light in the ice, only close by vertical 
tracks have a chance to be seen by all 
DOMs. However close a track might 
be, even when intersecting with the 
string, a horizontal track has a very 
low chance to light up more than only 
a handful of DOMs. 



5.3 Comparison with simulation 



We have compared the observed rates 
of muon tracks with a detailed simu- 
lation in order to verify that String- 
18 indeed performs with a homoge- 
neous efficiency. The acceptance for 



muon tracks agrees with the expecta- 
tions based on the parameters of the 
whole light collection process i.e. the 
optical coupling of the ice to the pres- 
sure sphere, the glass and gel transmis- 
sion and the quantum efficiency of the 
PMT The simulation is based on the 
air shower generator CORSIKA [18], a 
program package for muon propaga- 
tion through matter MMC [19,20] and 
the Amanda detector simulation pro- 
gram Amasim [21]. This simulation 
for the full Amanda detector was re- 
stricted to the String- 18 geometry. 

Besides generating hit times for the 
DOMs the simulation also provides 
the zenith angle of the generated muon 
tracks. By applying the reconstruction 
method of Sec. 5.2 to the simulated 
hits one can study the performance of 
the reconstruction algorithm. It turns 
out that the distribution of the devia- 
tion of the reconstructed zenith angle 
from the generated muon track angle 
roughly follows an exponential behav- 
ior oc exp(-A0/fe) with b ~ 22°. This 
corresponds to a median error of 15°. 

This reconstruction technique is of 
course inferior to the full AMANDA 
reconstruction [13]; the main limi- 
tation here stems from the reduced 
geometry of a single string versus an 
array of optical modules. Also the cho- 
sen approach to reconstruction is much 
simpler. It was not the primary aim of 
this analysis to provide an optimized 
reconstruction method. However, the 
error of the reconstruction method is 
small enough to calculate angular dis- 
tributions that show the characteristic 
features. 

Fig. 14 shows a comparison of muon 
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Figure 14. Muon tracks reconstructed with 
String- 18 data and with simulated data 
for two multiplicity conditions. 

tracks reconstructed with String- 18 
data to tracks reconstructed with sim- 
ulated data. Note that the distributions 
have not been scaled with respect to ab- 
solute numbers. The agreement found 
both in shape and in absolute rates is 
excellent and shows that efficiencies 
and timings are well under control in 
String- 18. 



6 Conclusion 
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String- 18 is established as proof of 
concept for the IceCube array. The 
all-digital technology with pulse digi- 
tization already at the PMT inside the 
optical module, digital data transmis- 
sion to the surface and automated time 
calibration was shown to be fully func- 
tional including the benchmark obser- 
vation of atmospheric muons. 
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